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CHAPTER I 


INTRODUCTION 

V^ithin the last decade there has been an ever increasing 
demand for the development of test equipment which would be 
suitable for use up to 100 megacycles. The upward spiralling 
frequency allocations have opened an entirely new field of 
measurements, a difficult and barely explored field. Diffi¬ 
cult because in the region of 100 megacycles the transitional, 
where lumped constant circuit and slotted line techniques 
overlap, is reached; we are approaching the upper limit of 
practical lumped constant circuits and have not quite reached 
the lower bounds at which distributed constant lines become 
important. It is here, in the span between 10 and 200 mega¬ 
cycles, that residual parameters become so serious a problem 
in impedance measuring instruments. Most instruments design¬ 
ed for lower frequencies are unusable because of the re¬ 
siduals introduced by the measuring circuits and by the ex¬ 
ternal connections to the circuit to be measured. It is 
equally evident that at these frequencies, which are the 
lower limit for the use of slotted lines, the physical size 
of the lines becomes too great and the mechanical tolerances 
too close to insure reasonably accurate results. Therefore 
there must be developed a technique for the modification of 
lumped constant circuit theory to adapt it to the require¬ 
ments of this frequency range, ^ - 

In general there are two classes of measurement methods 



that may be used at radio and very high frequencies, namely 
null and resonance methods. As indicated by the names, the 
two methods differ fundamentally only in type of indication; 
the first depending upon balancing to a current or voltage 
minimum and the latter upon tuning a resonant circuit to a 
current or voltage maximum. In the following tabulation, 
the major point of difference is in the means of obtaining 
the resistive component of the unknown. 

I. Resonance Methods. 

A. Series Resonance Methods. 

(l) Substitution 

(e) Resistance Variation 

(3) Reactance Variation 

B. Parallel Resonance Methods. 

(1) Substitution 

(2) Conductance Variation 

{3) Susceptance Variation 

G. Voltmeter-Aameter Method. 

(1) Resonant Rise Method 
II, Null Methods, 

A, Bridge Methods, 

(1) Impedance Bridge 

(2) Modified Sobering Bridge 

B. Double or Twin-T Method. 

1 , Series resonance methods. 

The series resonant methods as the name implies make 
use of the principles of series resonance in the secondary 
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circuit. It becomes obvious then that these methods would 
lend themselves best to the measurement of unknowns which 
would contribute only small series resistive values. Basi¬ 
cally the circuit is as shown in figure 1. 

The substitution method is the most straightforward of 
the series resonances. The secondary is first tuned to cur¬ 
rent resonance with the unknown connected in series. The 
unknown is then replaced by a continuously variable standard 
resistor set to give the same resonant deflection when Crp is 
retuned. It is often more satisfactory to use several fixed 
standard resistors which would bracket the correct current 
reading and then, by interpolation or plotting, arrive at an 
equivalent series resistance, Thus the reactance of the 

unknown would equal the change in reactance of the tuning 
capacitor and the series resistance of the unknown would 
equal R^. 

In the resistance variation method, the measuring cir¬ 
cuit is resonated at the desired frequency and the scale 
deflection noted. Then by inserting a suitable standard 
resistance and noting the new reading, due to the inverse 
relation of meter reading to resistance, the circuit 
resistance can be determined. Repeating the above process 
with the unknown inserted in series and with the tuning 
capacitor reset for resonance, the difference in circuit 
resistances yields the unknown series resistance and the 
difference in tuning capacitor reactance, the unknown 
reactance. 
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The third series resonance method, reactance variation, 
completely eliminates the unwieldy problem of resistance 
standards and makes use of the properties of the current 
resonance curves obtained at constant frequency by varying 
with and without the unknown in the circuit. From the 
difference in the reactive values of the two settings of C,ji 
necessary for resonance, the value of is obtained. Also 
the unknown resistance can be deduced, as will be shown 
later, from the widths of the resonance curves. 

There are, of course, many modifications of a practical 
nature that may be applied to the three series resonant 
methods mentioned above. These modifications are however 
simply refinements in techniques to arrive at more accurate 
results and do not basically alter the procedures outlined. 

It is necessary to insure that the mutual coupling be so 
small that variations in the secondary or measuring circuit 
impedance do not appreciably reflect into the primary tuned 
circuit. Thus the induced voltage in Lg, to all 

intents and purposes will be constant over the complete 
range of secondary variations. 

2 . Parallel resonance methods. 

The parallel resonant methods utilize the properties of 
the anti-resonant I»-C circuit. In general these methods are 
used for the measurement of high impedances. However with 
refinements in the indicating circuit* low impedances can 

*”An Improved Conductance Measuring Circuity NHL Report R3133. 
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easily and accurately te determined. The basic circuit is 
that of figure 2, 

As in the series resonant case, the substitution method 
is the simplest but again requires the use of a continuously 
variable standard resistor (in this case, high resistance) 
or a series of fixed high resistance standards. The circuit 
is first tuned to voltage resonance with the unknown connect¬ 
ed in parallel with the L-C circuit. Then the unknown is re¬ 
placed with the resistance standard and the circuit is re¬ 
tuned to the same resonant voltage. The unknown susceptance 
is given by the change in susceptance of the tuning capaci¬ 
tor and the conductance by the reciprocal of the setting 
of the variable standard resistor. If a variable resistor 
is unobtainable, several fixed standards which will give 
resonant voltage readings bracketing the desired reading 
can be used and an interpolated value of Rp derived from the 
resulting plot of resonant voltage versus resistance. 

The conduct!ance variation method obviates the need for 
the variable standard resistor. V/ith the unknown in parallel 
with Lg-C^i and Cij tuned to resonance, the resonance voltage 
is read with and without a parallel fixed resistor. Rrom 
these reading the total conductance can be deduced. With the 
unknown removed and retuned to resonance, the same pro¬ 
cedure will yield the measuring circuit conductance. Thus 
the difference in the two circuit conductance values is the 
conductance of the unknown and the difference of susceptance 
of the settings of ^g the susceptance of the unknown. 
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The susceptance variation method, the method most 
widely used, as in the series resonance case, makes use of 
the width of the resonance curve of voltage versus tuning 
capacitor setting. One such curve is taken with the unknown 
connected in parallel. Then, removing the unknown, the 
resonance curve of the measuring circuit is plotted. From 
the breadth of the two curves, the two conditions of con¬ 
ductance can be deduced. Thus the unknown conductance is 
the difference; the unknown susceptance, the difference in 
susceptance of the tuning capacitor setting at the peaks 
of the resonance curves. 

In each of these parallel resonance methods, the 
capacitive coupling Cq* is made so small that tuning the 
measuring circuit has no appreciable effect on the frequency 
or amplitude of the high frequency current source. 

3. Voltmeter-ammeter method. 

One of the more popular of the resonant rise of voltage 
methods is the so-called ^-meter. In essence it is a single 
series resonant circuit as shown in figure 3, 

The resistance R is made so small that any variation in 
the measuring cirduit has no appreciable effect on the IR 
drop across it; i.e. I is essentially constant. There are 
two methods of inserting the unknown to be measured, either 
in series with the resonating coil I*g or in parallel with 
^T. In general small impedances are best measured by series 
injection and large impedances by parallel injection. In 
any case, when the measuring circuit is resonated at the 
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desired frequency, the ratio of the resonant rise of voltage 
y across the capacitor Cqi to the constant input voltage E 
is the measure of this effective k of the circuit. The 
voltmeter can he calibrated to read Cig directly. By resonat¬ 
ing the measuring circuit with and without the unknown 
connected and noting the values of and in each case, 
the effective series or parallel parameters of the unknown 
can be deduced. There are many precautions necessary for 
precise, high frequency measurements with this instrument; 
these will be enumerated with further development of the 
circuit. 

4. Bridge methods. 

One of the simplest bridge circuits used today for 
impedance measurements at radio frequencies is the equal 
arm impedance bridge, the greatly simplified circuit of 
which is shown in figure 4. It is obvious that balance 
exists when the two lower arms are of equal impedance. 

There are several methods of utilizing the circuit; one, 
by inserting the unknown in the lower right arm and two, 
by placing a suitable impedance in the lower right arm and 
balancing the bridge with and without the unknown in series 
with the standard arm. In the first case, the settings of 
the tuning capacitor and the standard variable resistor 
give the constants of the unknown directly. In the second 
case, the difference in reactance of the capacitor settings 
is the unknown reactance and the difference in standard 
resistor settings, the unknown resistance. 
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A more widely used bridge is the modified Sobering 
bridge shown schematically in figure 5. It eliminates the 
need for the unsatisfactory variable resistance standard of 
the impedance bridge by making the balance dependent upon 
the settings of the variable air capacitors, and Cp, In 
making measurements, the bridge is first balanced with a 
short circuit placed across the unknown terminals. Then, 
replacing the short circuit with the unknown and rebalanc¬ 
ing, it can be shown that 

where C^, Cp^ and C^, Cpg are respectively the initial 
and final capacitor settings. Features of the bridge are 
such that the tuning capacitor can be calibrated to 
read resistance in ohms directly and that Cp can be cali¬ 
brated to read reactance directly in ohms at any one given 
frequency, say 10 or 100 megacycles. 

5. The Twin-T circuit. 

The Twin-T circuit, while not a bridge circuit in the 
accepted sense of the word, naturally falls under the 
classification of null methods. It is a comparatively new 
idea and has certain inherent advantages over the accepted 
bridge circuits. Because one terminal of each of Cp (the 
susceptance capacitor), Cq, (the conductance capacitor), 

L, the generator and the detector is tied directly to 
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ground, the need of a transformer is eliminated, Mso 
certain residual stray capacitances are excluded from the 
calculations of the unknown parameters. Capacitances from 
points **a” and ”c" to ground fall across the generator and 
the detector and therefore do not enter into the balance 
conditions. Similarly, stray capacitances from points ”b” 
and "d” to ground are in parallel with Cg and Cq. in both 
the initial and final balance positions and thus have no 
effect on the measurement of the unknown since only' the 
change of capacitance settings is of importance. Stray 
capacitances across C’, C” , and C’*** affect balance condi¬ 
tions but introduce no error if they are included in the 
original calibration. The residual capacitance across R 
will of course affect its characteristics. However this 
can be beneficial if of the right order of magnitude by 
balancing out to some extent the residual inductance of the 
standard resistor. 

Direct capacitances may exist between points *'a”-”c” 
and ”b’'-”d** and they must be minimized by shielding. 

Thus the Twin-T provides a method of measuring the 
unknown conductance and susceptance by direct substitu¬ 
tion methods and of making the results direct reading on 
calibrated, precision, variable air capacitor dials. 

The balance conditions are given by 

6,) = o 
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and 


Cq C' C 


in 


c'c" 


Iv^L 


= o 


The unlmo-wn parameters, assuming that there are no residuals 
existent, follow: 


C'C.^' CCc,^' ( 3 ) 

"By - C^Ql “■ ^S2. ) 

where the subscripts indicate the initial and final readings. 
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CHAPTia II 


THE CAPACITANCE STMDAED 

f 

One of the.most important tools is the precision 
standard, variable air capacitor. Even the most casual 
inspection of the introduction to high frequency measuring 
techniques reveals that indeed this capacitor is the back¬ 
bone of all measurements. However, the assumption that it 
is a purely reactive, dissipationless element is untenable 
at these high frequencies and a closer examination of the 
nature of this standard is in order to determine as pre¬ 
cisely as possible its residual parameters. It is these 
residuals that primarily fix the upper frequency limits at 
which measurements may be made. 

It would be well at this point to examine the structure 
of a typical precision capacitor (Ceneral Radio Type 722-M) 
and endeavor to isolate the sources of -residuals. Figure 7 
is a rough approximation of the stator and its supporting 
frame. The current flows in throught the terminal post to 
the top stator plate. Here the current follows two paths; 
a small portion passes out through the stator plate to the 
rotor plate and back to the ground post. The remaining 
current flows down the stator lead to the second stator 
plate where a similar division occurs. This process con¬ 
tinues along the stack to the last plate. This current 
distribution sets up, in the plane of the plates, a magnetic 
flux. The currents in the plates themselves have very little 
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affect on this flux density since they are diffused over 
relatively large areas and are shielded to some extent by 
the plates. There is then a residual inductance associated 
with this flux distribution and such inductance must be 
confined primarily to the stator leads and stator supports. 
Also, the inductance must remain relatively constant irre¬ 
spective of capacitor setting. This assumption leads to 
the following representation of a dissipationless capacitor. 
See figure 8. This type of circuit has multiple resonances 
depending upon the number of sections but at operating fre¬ 
quencies low enough to insure that the effective capaci¬ 
tance is within a few percent of the static value, it can 
be further simplified. See figure 9. The effective input 
capacitance can l)e found from 

” “ l- < 5 > 

Thus it is evident that the residual inductance makes the 
effective input capacitance larger than the static value, C, 
In addition to the residual inductance, there are 
certain losses which must now be considered, losses in both 
the metal and dielectric structures. The dielectric losses 
will occur in the isolantite or fused quartz supports at 
the top and bottom of the stator stack. These supports lie 
in a field which is independent of rotor position but 
dependent upon voltage. Therefore at any one frequency. 
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it can be assumed that these losses are constant and can 


be represented by two conductances, Gr^op and The 

raetallic losses will occur in all metal parts but will be 
localized almost entirely in contact resistances in the 
bolted assemblies and in the sliding rotor contacts. Again 
it can be said that these losses will be essentially in¬ 
dependent of rotor position. Expanding the equivalent 
circuit then yields figure 10. 

With the previous assumptions this can be simplified 
to the circuit of figure 11. 

Deriving the input impedance from this simplified 
circuit, 

<3 ^ u>c. 

If 

*<<2 '^LoCe uP'C?-) ioc y 

where 1^4*-^- (6) 

and ~ ^ _ (5) 

\-toZ-LC 


Similarly 



to <2 

T^io^C^ 4- <3 ^ •_ i-u>^Ld _ 

(I-co^L <!)='<•( 

LO'^C'^ 
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At 10 to 100 megacycles, the denominator is very nearly 
equal to unity. Thus 

/ifo "" 1 \ ~to^ Lcl 

and ~ ^Cu:)C)^4-<3[ (?) 

Examination of these equations reveals that the di¬ 
electric losses introduce a resistive component which is 
a function of both frequency and rotor setting and the 
metallic losses introduce a conductive component equally a 
function of frequency and setting. The residual inductance 
increases the effective input capacitance which is dependent 
upon frequency and rotor setting. However the effects of 
residuals upon the absolute values of capacitance are not as 
interesting as the effects on the capacitive differences. 

For it is these differences that are used primarily to 
determine the unknown impedance. Thus 


A <?e - Ce.\ - ^ez ~ 


0, 


\-to^LA 


Qg. _ 


- A - -h co^UC,C^ 

OL <!i X, I - L ^2.) 

1 _ A-Cv __ 

I - u^-^L CC, co^L^CCz. 

At 100 megacycles 




I - L.(A + ^^i) 


( 8 ) 
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Also 




= 'Rto^[[C<^,-G!.K.c,+<ri3 (9) 

Correspondingly, 


and 


A Sc = Se»- S?2 = (.S,- “S^.) 

A i?e = te, - ^£2 = ^) 

=‘^,r(<:2 + C,XC2-C,51 


( 10 ) 


(11) 


It can be seen from the equations above that the di¬ 
electric losses (G/to^C'^) are predorninant at low freonency 
while the metallic losses (Ru/c^) are of importance at high 
frequency. The error caused by residual inductance in the 
capacitance increment is not equal to the average error at 
the two settings but is rather more nearly equal to the 
sum of the errors. The change in conductance or rather in 
the metallic losses component is directly proportional to 
the square of the capacitance. The elastance component 
however, since the residual inductance is a constant series 
element, is errorless in taking elastance differences. The 
dielectric losses component of the resistive measurement 
introduces an error which is directly proportional to the 
square of the elastances or inversely proportional to the 
square of the capacitances. 

Thus, in the parallel substitution method, the resi¬ 
duals of the tuning capacitor will introduce errors in 
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both the conductance and susceptance measurements. In the 
series substitution method, errors appear in the resistive 
measurement, but not in the reactive. 

If the immediate exterior circuit is examined for 
errors closely allied with the tuning capacitor, a small 
stray capacitance, in the series substitution method, vdll 
be introduced by the insertion of the unknown in the 
measuring circuit. This appears directly across the 
terminals of the standard as shown in figure 12. The 
impedance looking into the standard is 


^ ^ X- ^ a!iCs) 

which reduces to 

-t- ~ 

-z- 

Be" ^ 

C^e ^ G) +Cs)^ 

At 100 megacycles, where Cg = 10“^^f. 


Therefore 



I 

to CCe ^ 


A _ ^^-2. 

IH“t?5Se2 

= ^ I ~ 


( 12 ) 


(13) 
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Thus the reactive measurement is no longer independent of 
residuals associated with the tuning capacitor hut is 
clearly dependent upon the stray capacitance introduced 
across the terminals of the standard. 

From equations (s), (9), (ll) and (13) can he seen the 
nature of the dependency of the errors upon the residual 
parameters associated with the standard tuning capacitor. 

In each instance, the errors are dependent upon the rotor 
setting. If an unknown fixed capacitor were then to he 
measured by a substitution method, its impedance and 
admittance would vary with initial setting of the tuning 
capacitor. 

Thus, solving for C^; and Gr^. by parallel substitution 
and Sx and R^- by series substitution, by rewriting equations 
(8), (9), (11) and (13), 



(2 - 

(8a) 



(9a) 



(11a) 

and 

•Sy "Si — 

(13a) 





where Gq in circuit conductance and 

resistance with the unknown in and out of the circuit. But 

and ^ 
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^VC ~ Cy. C^l’tCz.) (9b) 

- ~z^k(‘5, + S:2.)-A'^o (lib) 

From (8a) a plot of (C^^ - Cg) versus (Cj_*V~ Cg) yields 
a straight line of slope -LC^. and ordinate intercept of 0 ^, 
Equation (9b), plotted with G-q versus (C^-t- Cg), is a 
straight line with a slope af Rto^C^^ and intercept of -C^^. 

A plot of (11b) v;ith Rq versus (S^-t Sg) yields a straight 
line of slope and intercept -R^j. Similarly, (l3a), 

with (Sq^ - Sg) versus (S-j_+ Sg) yields a straight line of 
slope CgGj. and intercept S^. 

Thus, by measuring a large range of unknown fixed 
capacitors and plotting the results as above, a very good 
means of determining L, R, G and of the variable 
standard capacitor is available. Typical plots (see 
figures 13, 14, 15 and 16) of experimental data taken by 
resonance methods at 1.5 megacycles on a General Radio 
type EE2-M precision capacitor yield the following 
residual parameters: 

L = 0,0604/j(.h 
R= 0.017 ohms 
Cg= E.4 yUjM.f 
G = 0.210 inicromhds 

Further experimental results at 5.0 megacycles for the 
determination of L (see figure 17) show the increase of 
accuracy with increasing frequency. This method of attack, 
using parallel and series substitution methods, should 
prove useful and accurate up to a frequency of 30 megacycles. 
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Above this limit, external residual parameters in the 
series substitution method (to be discussed below) become 
exceedingly difficult to cope with. However, the experi¬ 
mental data could be obtained, using a modified Sobering 
bridge, at frequencies in the neighborhood of 100 megacycles. 

In figure 18 the percentage variation in apparent 
capacitance from the static value is plotted versus static 
capacitance for frequencies from 1 megacycle to 30 mega¬ 
cycles. The residual inductance of only 0.0591^h obviously 
makes the bland acceptance of capacitance readings without 
necessary corrections out of the question. At a maximum 
setting of 1100 apparent capacitance has increased 

by more than a quarter percent at 1 megacycle and by 10 
percent at 6 megacycles. 

A study of input capacitance shows that at low fre¬ 
quencies, where dielectric losses predominate, the con¬ 
ductance is constant at any one frequency independent of 
rotor setting. However at higher frequencies, where the 
metallic losses become so important and are directly pro¬ 
portional at any one frequency to the square of the 
capacitance setting, the input conductance is no longer 
constant and such an assumption is seriously in error. The 
plots in figure 19 make this fact evident. 

Certain design features will reduce several of the 
residuals appreciably. The current distribution along the 
stator and rotor shafts is essentially as shown in figure 7. 
To a first approximation this can be assumed to be a linear 
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distribution. If R is the resistance and L the inductance 
of the rotor shaft to uniform current distribution, the 
effective residuals from non-uniform linear current can be 
determined from energy relations to be 

5 “3 

These values can be reduced by symmetrical feed systems 
shown diagrammatically in figure SO where (a) is center 
feed, (b) dual feed, and (c) triple feed, For center feed, 
energy relations yield 


T? ■=■ L — ~ 

\Z \Z 

Further multiple feed reduces the effective resistance and 
inductance by 




(15) 


where ’*n” is the number of feed points. These features have 
been incorporated in the General Radio type 7S2-N precision 
capacitor, particularly designed for high frequency work 
with center feed to the rotor shaft. At 1,5 megacycles it 
has the following residual parameters: 

L = 0.024yuh 

R ■=• 0.008 ohms 

G = 0,3 ^mhos. 

Thus the residual inductance has been reduced by 60 percent, 
the residual metallic resistance by over 50 percent. Based 
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on these figures, figure SI indicates a decreased percentage 
rise of effective capacitance versus static capacitance at 
any one frequency. For instance, from figure 18, at 6 mega¬ 
cycles and a setting of 1100 t there is a 10 percent 
rise in effective capacitance. From figure £1, the 7S2-N 
capacitor shows less than 4 percent rise at 6 megacycles 
and 1100setting. Further experimental information 
seems to indicate that there are practical limits to the 
number, of feedpoints that can satisfactorily be employed. 
Also it is extremely difficult to realize a residual in¬ 
ductance L less than 0.006 jaJi and R less than O.OOS ohms. 
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CHM'TER III 

THE RESISTMCE STMDARD 

One of the most difficult problems encountered in the 
field of high frequency measurements today is the design of 
a continuously variable, standard resistor such as that 
required in the substitution method of both the series and 
parallel resonant circuits. Equally as difficult is the use 
of fixed, high frequency, standard resistors as required by 
the resistance variation and conductance variation methods. 
It is exactly these problems which contribute to the limit¬ 
ing of the present useful frequency range of the above 
mentioned measuring circuits. 

Figure SE is an approximate equivalent circuit of a 
fixed resistor. L represents the series inductance of the 
resistor and C, the parallel stray capacitance. The input 
impedance is given by 

2 CRv ^ tOlaX-A uTc) 

^ toC J 

_ “R - J ijoL(co'^L<!-0 -h 


CtoCR)^ -H 

(16) 

Re - -r/EioCE-)^ 1)*] 

(17) 


(17a) 

rujL(to^LC~(HloCR^'1 



(18) 

8e= +ca^l 

(I8a} 


34 



If R is large, ( to CR)^ is large and Rg decreases with 
frequency, v/ith a small R, ( tOCR)^ is small and, as to LC 
approaches unity, (toCR)^ +■ (to*LC - l)^« 1 and R^ 
increases rapidly. 

At 100 megacycles the contact resistance introduced 

when the fixed resistor is inserted in, say, the resistance 

/ 

variation circuit must also be considered. Sven with mer¬ 
cury cups, this resistance component cannot be made negli¬ 
gibly small nor can it be made constant. This non-uniformity 
can be a large percentage of the inserted resistance. Also 
at these frequencies, the possibility of contact resistance 
skin effect must be examined. Consider the following diagram, 
figure 23. There is the distinct possibility, in fact, an 
almost certainty that there will not be perfect contact 
throughout the area of contact, that contact may exist only 
near the center of the conductor, -lind at 100 megacycles, 
the center of the conductor carries essentially no current. 
Thus the skin currents in the conductor must flow through 
an added resistance in the contact and this resistance can 
well be attributed to contact skin effect. 

The continuously variable, standard resistor has been 
solved in one aspect by V/eaver and McCool in their work at 
the Naval Research Laboratories, In the design of their 
variable diode conductance measuring circuit (to be dis¬ 
cussed below), they have adapted the characteristics of the 
diode to provide a parallel circuit, variable conductance, 
stable and suitable to accurate calibration at 10 megacycles. 
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However there are no continuously variable, mechanical 
resistors suitably precise at these frequencies. There are 
new processes available though for the use of carbon deposits 
in the manufacture of high frequency, large valued resist¬ 
ances. It is thought possible that, using thesel.processes, 
some sort of mechanical structure such as that of figure 24 
might be feasible. It is a nice problem that will bear a 
great deal of thought and experimentation. 

The greatest difficulty to overcome in the design of a 
high frequency, high valued resistor is the Boella effect, 
so called after one of the men instrumental in its dis¬ 
covery in the early 1930's. It has been shown and experi¬ 
mentally verified that all resistors above a given nominal 
value drop off sharply in a.c. resistance with increasing 
frequencies, Boella, W. 0. Howe and several others have 
shown that the following plot, figure 25, of 
versus kfR^^c (where f is in cycles and R^q is in ohns) is 
representative. 

This resultant drop in the ratio R^^/R^^ is attributed 
to the characteristics of the parallel shunt of the residual 
stray capacitance. There is an electrostatic field built 
from the resistor causing a definite incremental, stray 
capacitance to be associated with each segment of length. 

Thus as in figure 26, the resistor can be thought of as a 
symmetrical transmission line. G, W, 0. Howe also has 
plotted the input capacitance and arrived at a result 
similar in shape to figure 25# 
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Further experimentation by R. F. Field of General Radio 
Company on many different types of high valued resistors has 
further verified the Boella effect. However his measurements 
have shown that the shunt capacitance as plotted against 
fR^Q (where f is in megacycles and is in megohms) is 
essentially constant; there is no apparent Boella contour. 

To explain the decrease in H^c* proposes that the 

stray capacitors he resolved into their effective shunt 
capacitance and shunt conductance. This would lead to a 
schematic as shown in figure S7. Thus the dielectric 
losses in the stray capacitance account for the Rg^,, varia¬ 
tion. 


40 



CHAPTER lY 


SERIES RESONMCE METHODS 

1. Substitution method. 

The circuit shown in figure 88 includes the most im¬ 
portant of the residuals that must be considered. In 
general the use of this circuit is limited to frequencies 
below approximately 30 megacycles. The simple theory indi¬ 
cates that there is no finite capacitive coupling between 
secondary and primary. Actually this is impossible to ob¬ 
tain. There is then a current flow through the coupling Cj^ 
which divides into the many branches to ground yielding a 

loop current I which is not everjrwhere uniform in the second¬ 
ary. This however will not affect the equations for the 

unknown. 

It would be best if Lg were a pure inductance. Realiz¬ 
ing that this is impossible, the type of coil selected must 
be carefully chosen. For work in these high frequency 
ranges, the Q, of ths coil should lie between 300 and 500. 
There are four sources of losses in any coil, low frequency 
copper loss, high frequency eddy current loss, losses due 
to the conductance of the equivalent stray capacitance, and 
losses due to the coiling effect. A log D versus log f plot 
of these factors reveals very clearly the suitability of a 
given coil for a certain frequency range. 

For a multiple layer coil, 

D - " 2 . 1,0 _ 

^ '' (ig) 
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( 20 ) 


a^ VB/ V.e 

■Do = toC'^.. 

D^ •=■ T^£> to^ LCo — ^ ^ (22) 

where D^ = Dissipation factor due to copper loss 

D^ ■= Dissipation factor due to coiling effect 
Dq = Dissipation factor due to eddy current loss 
Df ~ Dissipation factor due to D^ 

Dq = Dissipation factor due to natural resonant 
frequency of coil 

fo = Natural resonant frequency of coil 

d = Wire diameter in inches 

n = Number of insulated strands 

a •= Mean coil diameter in inches 

b = Coil length in inches 

N = b ^ _ coil length _ 

t effective wire diameter 

g f(b/c, c/a) 

Thus, by using the coil for frequencies within the 
range fj^ to fg, the highest, most uniform Q, region is em¬ 
ployed. V(?ith banked, pied coil construction, the distribut¬ 
ed capacitance and its associated dielectric losses can be 
greatly reduced, increasing fQ considerably, thereby in¬ 
creasing the frequency at which minimum dissipation occurs. 
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From experimentation has been found to be approximately 
0.015 for a ceramic formed coil, 0.020 for phenolic. 

Aside from the part played in the determination of the 
coil Q,, the residuals of the inductance Lg do not upset the 
circuit solutions. 

Calculation of the circuit to the right of A-A is too 
involved for ready investigation. A knowledge of the pro¬ 
cedure for measurements of unknovms will indicate what 
residuals must be corrected for in experimental work. With 
the short circuit in place and C^ get to its minimum 
position (lOOytytf), C^ is varied to resonate the circuit as 
indicated by the loop current meter ’’A" and R is adjusted 
to yield a suitable meter reading. Then, with C^ unchanged, 
the unknown replaces the short circuit and C^i and R are 
readjusted to obtain the same meter reading. Thus, 

C-ry 

and •= Rx - Rz, 

The residuals of the trimmer capacitor element will 
have no effect on and R^;. As previously shown, and 
Cijg must be corrected because of the residuals associated 
with the standard capacitor, internally and externally 
across its terminals. Then 








^TZ 


1-lo^LxCtz 




4 - 
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From this 



1 — Lo”^ L C.~X“i. \ — Up~i~ Crx 1 


In addition the change in the value of R in the low 
ohmic regions will change slightly its equivalent series 
reactance which must he corrected for. 

S. Resistance-variation method. 

This method is very similar to the substitution method; 
it varies only in the manner of obtaining the unknown re¬ 
sistance. Instead of a continuously variable resistor, 
several fixed standards are used. This is actually an ad¬ 
vantage at 100 megacycles because the fixed standards are 
much more predictable than the variable. The only added 
residuals to consider are the two contact resistances and 
the contact skin effect resistance. All other residuals are 
similar in nature and value to those in the substitution 
method and need not be reconsidered. 

After setting Cqi to a suitable value (100^0^^) with the 
short circuit in place and current resonating the circuit 
with C^, insert a given value of R and noted the meter 
reading I^. Then, choosing a new value of R and leaving Cip 
and C-t untouched, the second meter indication is noted. 

In all cases of resistor substitution, the length and dia¬ 
meter of the resistors should be identical to insure 
approximately equal residuals. Then, with the nominal 
values Ri and Rg, R©! and ^^©2 evaluated from 

equation 17. If I^g©© is the series resistance of the 
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measuring circuit 


( 26 ) 

ll -I 2 

Replacing the short circuit with the unknown, returning to 
resonance with C,j, and repeating the process, 

•D . -TP - I 4 “ ^3 

Xsec ^ —:=-- 

13-14 


In general at lower frequencies RggcS “ ^secl 
change in setting of C,ji at 100 megacycles will change its 
effective series resistance Rg in accordance with equation 
6 and thus change the measuring circuit resistance. This 
change can he calculated and corrections made. 


I3-I4 Ii-X^ 

Ideally the unknown capacitance would he obtained from 

Actually the stray capacitance and the effective series 
capacitance of the fixed standard resistors must he con¬ 
sidered and corrected for. The latter is essentially 
constant at 100 megacycles over the small range of resist¬ 
ance values necessary. These sources of error complicate 
the Cj. equation seriously, yielding 
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( 28 ) 



where C^g = Effective trimmer series capacitance, 

Cgg - Effective resistor series capacitance, 

Ctpi, = Initial and final tuning capacitor 
settings. 

The value of C|^g can readily be determined from equation 18 
and can easily be measured by parallel substitution 
across with the unknown replaced by the short circuit. 

Cg can be estimated from the circuit construction. 

3. Reactance-variation method. 

This method has the great advantage of the elimination 
of standard resistances and their associated errors. However 
measurements are not as readily made since resonance curves 
must be plotted for highest accuracy. 

The secondary is first current'resonated by varying Cgi 
with the short circuit in place and the meter indication 
noted. Then, with Cqi fixed, the calibrated, vernier 
capacitor is varied on each side of resonance and the 
meter readings recorded for each position. VJith the un¬ 
known replacing the short circuit, the process is repeated. 
Figure 32 shows the plots of current versus vernier setting 
for each circuit. 
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Ideally 


and 


_ C^T ^ti )( -v ^ta.) 

Oti 



(29) 

(30) 


However, taking the residuals into account and simplifying, 


Cv = 




_L 4, i- . \— U>^t~bC± 


Cr 




') 


(29a) 




Assuming that the residuals have little effect on the 
resonance curves, can easily be evaluated. 



2tuCfc„Ct:,x ^^1*1 


/ 1l _ 1_A^ti- 

^2 f 2io Ctii Ctiz 


2to Ctn CtiT. 


(30a) 


However if the change in the vernier capacitor changes the 
secondary resistance, the derivation for R^- becomes 
extremely involved. The derivation in Appendix I yields 


R„-- 


0J. X i ~U?’i--xC-x \ -lo^Lt^ts 
(<5 Ct 


C^l — +• ^ ~ to'^L-r Cy y US^CT^tT. 

* I 1-U.^LTCCT+Ct:,) 


- ‘ -=^ )} 

' C-rCt,y r 

/-to-^UrCCT^Cti) J 


(30b) 


Except for the most accurate experimentation, equation (30b) 


is far too tedious. 
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CHAPTER 7 


PARALLEL RESONANCE METHODS 

1, Substitution method. 

The parallel resonant circuit of figure 33 includes 
the most Important residuals to be considered. When these 
residuals and the errors they cause are carefully analyzed, 
the method can be used at frequencies up to 100 megacycles. 
The effect of finite capacitance coupling is to couple a 
certain amount of conductance into the secondary from the 
power source. However if the assumptions of constant fre¬ 
quency and linear output impedance are met, this coupled 
conductance will not affect the unknown equations. 

The substitution method is very simple in theory. V/ith 
the unknown impedance in place, is varied to resonate 
the circuit as indicated by the voltmeter and the meter 
reading is recorded. Then the unknown is replaced by the 
high frequency, high valued, standard variable resistor. 

Cqi is readjusted for resonance and R is varied to give the 
same meter indication. From these measurements 

(31) 
(38) 


Cyc - ^-T| 

/- t 

and 

Redrawing the circuit to the right of B-B, 
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= (3ia) 

In addition to the error introduced by the effective 
series inductance of the tuning capacitor Ctp, there is 
another error caused by the stray capacitance of the stan¬ 
dard resistor. Similarly 




-re I 


frze. 


- i- ■*—- ^ _: 

U/^Lq*- 4-12 ‘ 

= GT•0^(<^T^-^T.X^T^^CT,’) 


(3£a) 


2. Conductance-variation method. 

This circuit differs very little from the substitution 
circuit. It has the distinct advantage of eliminating the 
variable standard resistor and substituting in its place a 
fixed standard resistor. The disadvantages are an added 
pair of mercury cup contacts and twice as many necessary 
measurements. With the unknown removed and Cj adjusted for 
resonance at C^^, if the meter is read as and Vg with a 
fixed resistor first in and then out of the circuit, the 
circuit conductance can be derived. Ideally 
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Inserting the unknown and repeating, 


(VlX -^ 2 k ) 4- <ag. ViX 
Wz>c - \l{x) 


- ^ Vuc CVz~^0 

(Vt-v,Kvz<-*x) 


( 33 ) 

( 34 ) 


CVz-^V.XVzy-'^iK^ 

Cy ^Tl*- <^T2 

Again considering the residuals, the equations become 
slightly more complicated. (See figure 35). 


V/| (ioCr») -t-—H- -f-+■ ^ 

^ —1 v/< ^ _ 

[c^T ~ '/■2.-V, 

and ViY 4- + <^v 4- J 

I-^T ( 33 a) 

Vzy-Vix 

If it could be assumed that ]^iji+(to + <IvQ ~ 

+ Rip ( Cjl)2 + G^, (33a) would reduce to (33). Unfortu¬ 

nately this equality doesn’t exist; the variation in Cip is 



reflected in its own effective conductance. 
Cy « ^T€» - ^Te-Z 

_» C-T) — ^T'2. 

< ■' L-t -t-CVz^ 

3. Susceptance variation method. 


(34a) 


The susceptance variation method is by far the most 
widely used of the resonance methods. With proper precautions 
measurements can be made at frequencies up to 100 megacycles, 
and higher. Its great advantage is the elimination of the 
ever troublesome standard resistor. Its disadvantage, as 
with the reactance variation method, is the necessity of 
using resonance curves. 

Disregarding residuals. 


and 




^ (^tn — I 




When the residuals are considered. 


(35) 

(36) 


_ +- ^ (35a) 

Equation (36a) of course demonstrates the complexity in¬ 
volved when the actual measuring circuit conductance cannot 
be assumed constant with variation of the tuning capacitor. 
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CHAPTER VI 


THE VARIABLE DIODE CONDUpTAECE MEASURING CIRCUIT* 

One of the most outstanding techniques developed in 
recent years is that of Weaver and McCool of the Naval 
Research Laboratories. It was their contention that the 
existing methods did not combine the best possible accuracy 
with the most rapid and simple techniques and least expensive 
equipment. With the solution of this problem as their goal, 
they have designed a parallel resonant, parallel substitu¬ 
tion circuit of great versatility and high accuracy. 

The unique features of this new adaption are: (l) a 
high degree of resolution in detecting changes in the reson¬ 
ant voltage of the measuring circuit, (s) the direct sub¬ 
stitution of specimen conductance as well as capacitance, 

I 

and ( 3 ) the elimination of the necessity of evaluating the 
total measuring circuit parameters for calibration. 

The basic simplified circuit is shown in the schematic 
of figure 38a. The basic principle is to maintain the 
resonant output voltage constant before and after sub¬ 
stitution of the unknown by simple manipulation of the 
tuning capacitor Cij, and the equivalent diode conductance by 
variation of bias. Simple theory yields then, with the 
diode set to give an equivalent conductance ^ 4 ^, 


*Weaver and McCool. An improved conductance measuring 
circuit. Problem 39H08-44, NRL Report R-3133, June, 1947 
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Gr-ti = Total circuit conductance “ *^ 0 *^ ^dl 
After substitution of the unknown and re-resonating, 


Since 



^o 


^d3^ ^ 

constant) 


X 

f 


^x ' ^dl - ^d£ 

Also, as in the parallel resonant. 


(37) 

substitution method. 


s ^Tl “”^TS ^ ^ 

First estimation of the source of errors reveals that 

the precision of measurement is limited by the accuracy 
with which the voltmeter can be reset to Eq and by the 
accuracy of calibration of the equivalent diode conductance. 
The problem of resetting the voltmeter can best be illus¬ 
trated by an example. 

Let the resonant impedance of the measuring circuit be 
50,000 ohms and the conductance to be measured, O.S^mhos. 
What is the change in resonant voltage when the unknown is 
inserted? 


t=0| _ < ^f2. 

I 

Ept - £o-z „ - dxt I 

^oz 


or 




Substituting values. 


^t\ 
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o.o\ = I % 


AEb _ o,'2.'n6 
£o2 %o y /o 

Thus it is obvious that the error possible in resetting the 
voltmeter to Eq will be of the same order of magnitude as 
the change in the voltage caused by the unknown* Clearly a 
method of indication of much greater sensitivity must be 
evolved. A clever means of obtaining the desired sensitivity 
is indicated basically in figure 39* The diode Vg rectifies 
the resonant output voltage and the resulting voltage, 
is balanced out to ground by the potentiometer arrangement 
across the d.c. supply, 

The possible error in the calibration of the variable 
diode conductance can be estimated from the methods of 
measurements used. The conductance of the diode can be 
measured by substitution for various known conductances or 
by analysis of the diode rectification characteristic. These 
calibrations have reportedly given results consistently 
agreeing to within 1 percent. 

Everitt* gives the following diode circuit analysis: 

ip = gpCp when ep > 0 
ip = 0 vi/hen ep^ 0 

Then ep = E'cost«>t - — S’(cos«)t - coso<) (39) 

ip gpE’(cosA>t - ooso^) 

= Io+ I^costot ■+• Igcos s( O t-t -©2 ),.. (40) 

*Everitt, Communication Engineering, p. 427. 
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where Iq = Direct current component 
I]_ = Fundamental component 
Ig =1 Second harmonic component, etc. 

However, since the parallel resonant circuit is a very 
low impedance to all frequency components higher than the 
fundamental, 



Ip = 

Iq -V- l3_COS6bt 

(41) 

From Fourier 

analysis. 



lo¬ 

g_E’(sino^ - cos<A ) 

(42) 



TT 


and 

ll- 

gpE’CSp*. - sin2p4, ) 

W 

(43) 

Since 

II 

Vio 



Re 

tan K - /< 



Rl " 

c< - sin < cos 

(44) 


Eliminating ^ and plotting E^^/E' against 'Rq/Rj^ will 
yield the universal diode rectification curve. From the 
plot the rectification characteristic of any series diode 
will give the effective conductance in terms of the applied 
voltage E\ the load voltage Ej^, and the load resistance Rj^, 
A more complete schematic of the conductance measuring 
circuit is given in figure 41, The high frequency power 
supply is closely regulated so as to regulate in addition 
the induced voltage in the measuring circuit. The high 
frequency oscillator in the original v;ork was limited to 
one frequency (l megacycle) for simplicity of investigation. 
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However, such need not he the case and there is reason to 
believe that the method will operate successfully at 20 
and possibly 100 megacycles. 

The null detector is a 50-0-50 microammeter and, as a 
center reading meter, a voltage change of approximately one 
millivolt can be detected. Thus, if the resonant circuit 
voltage is 50 volts rms, one part in 50,000 can be detected. 
Very simply then, with the unknown out of the circuit, the 
high frequency regulated supply is rectified in Vg and the 
resonant output voltage in Vg; the resulting d.c. voltages 
are applied to the grids of V^ and Vg respectively and 
balanced by means of the balancing potentiometer. With the 
unknovm in place and the balance untouched, the output of 
the measuring circuit at resonance can be controlled by the 
variable conductance and can be reset to the Initial value 
when the null detector is zeroed. Thus the duplication 
should be precise to within 0.2 percent. Experimentation 
shows the duplication to be within 0,3 to 0.5 percent. 

In order to exploit the extremely high sensitivity of 
the method, the overall conductance calibration curve 
(figure 42) must be exploded into more accurately readable 
plots. The method used to accomplish this is explained in 
Appendix II. 

The diode circuit has a definite voltage coefficient 
such that a change in applied voltage shifts the calibration. 
Figure 43 demonstrates the percent change in diode circuit 
conductance versus Rj,. The greatest shift is in the high 
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conductance end of the calibration. V/eaver and McCool 
pointed out that, vjhen measuring low values of conductance, 
the low end of the calibration is used and in this region 
tube aging, tube replacement, and voltage coefficient 
effects are negligible. 

An example of the performance of this circuit is the 
measurement of the power factor of dry air which was found 
to be 0.000002 i 50 percent. 

There has been no evaluation of some of the more im¬ 
portant residuals of this conductance circuit and it would 
be of interest to determine their effect. From figure 44 


+■ I + ”■ ^ 07 . 

"<^2 )-t (37a) 

Similarly, h ^re, + <^pic 4-C^ 


Cy - ~ ^TZ. 

I — L~-x -t- <^T7. ) 


(38a) 


Obviously, in measuring low valued conductances, the residual 
series resistance of the standard capacitor must be con¬ 
sidered. It is equally as necessary that the effect of the 
residual series inductance, L^i, must be appreciated and 
corrected for as frequency increases. 
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CHAPTER VII 


HULL i/IETHODS 


1. Impedance bridge. 

The equal arm impedance type bridge has been found 
unsuitable for commercial development for use at 10 to 
100 megacycles. It depends upon the use of a precision 
variable resistor in its standard arm. As explained in 
Chapter HI, it has been common experience that the 
design and development of such a precision variable 
resistor satisfactory for general use at very high fre¬ 
quencies is a difficult problem not yet solved. 

Until such a resistor is available, the impedance 
bridge must yield to slightly more comples bridge circuits. 
£. Modified Schering bridge. 

The General Radio Company manufactures three impedance 
bridges which are representative of the modified Schering 
bridge. They are the 916-AL, the 916-A and the 1601 which 
cover the frequency ranges 50 kilocycles to 5 megacycles, 
400 kilocycles to 60 megacycles, and 20 to 140 megacycles 
respectively. Only the 916-A and the 1601 will be con¬ 
sidered here. 

The basic circuit of the 916-A is shown in figure 5; 
the more complete schematic in figure 45. With the added 
and Cj[ the resistance dial, calibrated directly in ohms, 
and the reactance dial, calibrated at any one frequency, 
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can "be set to any position desired and an initial balance 
obtained. Thus v\/ith the switch in the L position, Cp can 
be set to zero (maximum capacitance) for maximum range of 
inductance measurement; or, in the C positioh, Cp can be 
set at 5000 ohms (minimum capacitance) for greatest range 
of capacitance measurement. Cjj is composed almost entirely 
of the stray capacitance between the outer shielding 

and the grounded case. The addition of the very small 
trimmers, CJJ| and G”, is to insure that the total capaci¬ 
tance from the left hand junction to ground is equal for 
both positions of the L-C sivitch. 

The initial balance conditions, with the UNKNOM ter¬ 
minals short circuited v;ith the appropriate lead, are 

■Rp= Rb (45) 

_L_. = ^ _J_ 

where C^^^ represents the total capacitance of the settings 
of and C^, and Cp^^ represents the total series capaci¬ 
tance of Cp and C^, With the unknown capacitor to be 
measiu’ed in position (Gp2_ would have been set at 5000 ohms), 
the bridge is rebalanced to a null by varying only C^ and 
C„, Cl and C’ remain fixed. Thus 

■P Ji p 

Rp+R* = Rb (45) 
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_!_Ss _L_ 

J to Op 2 OcoOv 

“ *^0 Cv i) (46) 

From equations 46 and 47 it is apparent that is 
necessary only for the initial balance; it does not appear 
in the unknown equations. Two such resistors are necessary 
to provide the range of initial balance as the L-C switch 
and the initial setting of are changed, Rg is a fixed, 
essentially non-reactive, precision resistor, Rp is a - 
necessary balancing resistor and, as will be shown later, 
is most conveniently located externally to the bridge. 

It is convenient nov; to consider the effects of the 
various residual parameters upon the impedance of the four 
bridge arms. Starting with the bridge arm ’'a-b”, R^^ is not 
and need not be a precision resistor. If the tuning of C’ 
can overcome the reactances of the residual series induct¬ 
ance and parallel capacitance of Rj^, the resistor will 
function satisfactorily. -Any stray capacitance from point 
”b" to ground falls across the detector and is ineffective; 
Stray capacitance from ”a*’ to ground is across the ”d-a” 
arm and is equalized for the two switch positions by the 
choice of and C”, 

The residuals of the precision capacitor, C,, will 
contribute seriously to erroneous results if not accounted 


70 



for. The effective series inductance due to the current 
distribution in the capacitor structure causes the terminal 
capacitance to vary from the static capacitance by 



1-u/lCa 


The effect of this on the resistance (equation 46) is to 
yield values that are too low, especially at high frequency. 
Therefore it is quite necessary to correct the resistance 
dial readings at the upper frequency limit. The residual 
series resistance component of the capacitor introduces a 
parallel conductance R(^C^)^ across and modifies the 
reactance balance equation by 

The error, never greater than about one ohm, causes the 
reactive result to be slightly more inductive than it 
should be. The residual conductance, G-j^, of 0^ falls across 
and effects no incremental error since it is independent 
of rotor setting. 

The precision resistor in the ’'b-c" arm must be as 
nearly non-reactive as possible. The 916-A uses a 0,7 mil, 
"straight wire" manganin resistor which is equivalent to a 
pure 270 ohms resistance in parallel with approximately 
0.4 /w^f up to 60 megacycles. This residual capacitance 
causes an error in the reactive equation (again in the 
inductive direction) as follows: 
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( 49 ) 



The error caused by this residual capacitance is of the 
same order of magnitude as the variation in results obtained 
by changing the position of the ungrounded connector to 
the unknown. 

i^ain, any capacitance from point ’’b” to ground is 
unharmfully across the detector. Point ”c” has essentially 
no stray capacitance to ground due to the completeness of 
the shielding. 

Since stray capacitances are so deleterious in the arm 
”c-d*', a very complete shielding system has been designed. 
The capacitance between point ”c” and the outer shield is 
thrown across the generator and rendered harmless. That 
capacitance between the center and inner shield is in 
parallel with C’ and affects the initial balance only. The 

Jr 

inner shield isolates the variable stray C due to the 
position of the Cp rotor from the trimmer C^, 

It would be advantageous to locate within the 
bridge structure. However, so doing would introduce harmful 
strays which would upset the balance. For instance, if Rp 
were connected in series with within the inner and center 
shield, the capacitance between these two shields would 
fall across this series combination. Therefore, as is 
varied, the equivalent resistance would also change. This 
would limit the range over which initial balance could be 
obtained. It has been found most practical to locate Rp 
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external to the bridge and to shield it such that the 
capacitance to ground of the lead from Cp to the unknown 
is negligibly small. 

Another source of error is the residual conductance 
(constant with setting) of C^, This conductance, which 
increases with frequency, is equivalent to a series re¬ 
sistance which varies inversely with frequency and in¬ 
versely with the square of the capacitance setting. This 
error becomes insignificant at the high frequencies of 
which we are interested. 

The bridge arm "d-a” is to all aspects a pure capaci¬ 
tance even at these high frequencies. Its residuals are 
so small that they have no observable effects on bridge 
balancing. 

The General Radio Catalog L averrs that the accuracy 
of reactance measurements up to 50 megacycles is ±(2 percent 
+■ 1 ohm+ 0,0008 Rf) where R is the measured resistance in 
ohms and f is the frequency in megacycles. It is difficult 
to tell whether this is an overall percentage accuracy which 
takes every reactance-affecting residual into account. 
Suppose that a precision air capacitor set at 500 ^^f with 
0,0£ ohms series residual resistance is to be measured at 
50 megacycles, V/hat percentage error may be expected? 
Substituting in the formula 

A ^ i (^o,(Z']S + 1.0 + o,oooS>xo.c>zxSt^) 

~ O' 1^8 0 c>hms 
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But y -ts -——-- = 6.365 e>MMS 

5Tr S^O XlO“^ XS’OOxtO 

This is an apparent possible error of 17.7 percent. It 
would be wise in high frequency problems to disregard such 
a statement of accuracy and instead to calculate from, 
formulii and correction graphs supplied the effects of the 
residuals. 

The stated accuracy for resistance measurements at 
50 megacycles is t(l percent 4-0.1 ohms). The 0.1 ohms 
correction is possibly attributed to inability to read the 
dial to greater precision. 

3. The 1601 VHB’ bridge. 

This bridge is basically a higher frequency version 
of the 916-A. Physically it is much smaller since the size 
of the components aarts becomes less as frequency is in¬ 
creased. But the bridge circuit is a modified Sobering 
type (see figure 5) and the balance conditions are the 
same as equations 45, 46 and 47. The complete circuit 
diagram is shown in figure 46. 

In the design of this bridge from its predecessor, it 
was found in some cases that common inductances as small 
as 0,5 X 10“® henries and stray capacitances as small as 
0.05 X 10“^^ farads between elements that can not be com¬ 
pletely shielded from one another, cause appreciable error. 
Again, by examining each bridge arm individually, the 
effects of the residuals can best be evaluated. 

As in the 916-A, the residuals in the arm "a-b” in 
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and have no effect on the accuracy of measurement. 
However they do seriously affect the initial balance con¬ 
ditions and may so modify the arm Impedances that balancing 
is impossible. This is especially true when the bridge is 
set up to measure a large capacitive reactance. It was 
fourid that the condition could be improved by inserting 

in parallel with R^, a fixed resistor and canacitor, (C 

-*4 * P 

has been eliminated and R^ has been made adjustable to 
accomplish the initial reactive balance). Shielding of 
this arm eliminates stray capacitances to ground and to 
other arms. 

The resistance capacitor, C here, as in the 916-A, 
is not a pure reactance. Its series inductance, L^, affects 
the terminal capacitance as before where 



The effective incremental change in capacitance would then 
be 


1-A^a)3 (50) 

From this equation it can be seen that the deviation is 
proportional to the square of the frequency and is depen¬ 
dent upon the magnitude of the measured resistance. In 
order to reduce this residual error, it was found that an 
inductive circuit added in parallel with % would offer 
some compensation. This increases the effective value of 
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by 


^NC "■ Ln (51) 

Cm -VCj J 

Since 'JZ^ ^ TZ^ 

^ Cu<i 

it is possible "by correctly selecting l<jj and to correct 
to a first order approximation for the error caused by C^, 
The remaining deviation is given by 


^ 52 ) 

l<0 

•where is the dial reading, figure 47 shows the magnitude 
of the correction which still must be applied to the re¬ 
sistance dial reading. 

In the precision resistance arm ”b-c", any reactive 
residuals will cause errors in the reactance measurement. 
However, if the constants of the equivalent circuit of the 
resistor (figure 22) can be chosen or designed such that 



(53) 


then the series reactive component of the arm will be small 
at frequencies vtfhich are an appreciable fraction of the 
natural resonant frequency. In order to push up this oper¬ 
ating frequency level, L and C must be made small. It was 
necessary to go to a cylindrical palladium and palladium 
oxide resistor fitted with threaded end caps to eliminate 
wire connectors to accomplish this end. Yif'ith this con¬ 
struction, C 0.31 ^f and L = 0.017 yw^h and R = 240 ohms. 
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The UNKNOVi/N arm ”c-d” is of finite length and must 
have a residual inductance, Lp, However, since a series 
substitution method is employed and since the residual 
inductance is there in both initial and final positions, 
it does not affect measured reactance. The initial balance 
is affected in that must be increased to overcome the 
effective rise of Cp due to this inductance. 

Because is no longer mused, the balancing resistor 
Rp can now become integrated internally. The tri-shield is 
similar to that used in the 916-A. iuiy stray capacitance 
between the inner shield and the lead to the UNKROYi/N 
terminal is directly across Rp. This has no effect on the 
bridge accuracy and simply inserts an effective series 
capacitance v;hich may be beneficial. If the capacitance 
across Rp is such that 



then the compensation for Lp is very good at frequencies 
which are an appreciable fraction of the equivalent 
resonant frequency. 

Stray capacitance between the inner and middle shield 
falls directly across Cp and need only be considered in the 
initial calibration. Strays between the middle and outer 
shields are across the generator and exert no effect. A 
capacitance exists between the lead from Rp to the UNKNOY/W 
terminal and the middle and outer shields. By using a very 
small diameter lead and by proper shield design, these 
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capacitances can be made negligibly small. 

There are no noteworthy residuals to be considered in 
the "d-a” arm. From figure 46 it can be seen that all 
bridge components except the generator and are enclosed 
in a common shield connected to the bridge at point "a”. 

Cj_,j is the capacitance of this shield to ground and is not 
a physical capacitor. It is parallelled by the 
compensation circuit* 

One other residual capacitance need be considered. It 
is that between the IMENOM terminal and ground and is of 
the order of 1.05• Since it is in parallel with the 
unknown capacitance it must be corrected for. 

The 1601 is still under experimental test and is not 
yet on the market. It is expected that the accuracy of 
reactive measurements will be within 5 percent at 140 
megacycles and the accuracy of resistive measurements will 
be within 2 percent. 

4. Twin-T method. 

The General Radio Company version of the parallel-T 
circuit is the 821-A Twin-T impedance measuring circuit. It 
utilizes the very convenient parallel substitution method 
of inserting the unknown. Balance conditions for the cir¬ 
cuit (figure 6) are as follows: 


C2»L.—C'C " 0) =o (55) 

+ C'C'=0 (55) 
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The unknown is then given by: 

-^TTT' (57) 

By = (58) 

As was briefly discussed in the introduction, stray 
capacitances from points ”a” and *’c" to ground, from "a” to 
”b”, ”b” to "c” and ”d** to ”a" are ineffective or can be 
included in the initial calibration. Capacitance across the 
standard resistor, if of the correct order of magnitude, can 
be beneficial and capacitances from ”a" to ”c” must be 
minimized or eliminated by shielding. 

As with any bridge circuit, it must be possible to get 
an initial balance and to have a reasonable range of 
measurement of conductance and susceptance at any frequency 
within the range of the instrument. The measuring circuit 
from ”b" to ground is primarily a parallel tuned circuit. 

The coil L is shunted by an effective capacitance plus 
(C+-C”+-C’C”/C”*), Because it is not feasible to use just 
one coil over the frequency range of 0.5 to 30 megacycles, 
provision is made to switch in one of four coils which 
cover the range in four steps. Since O’, C" and C”’ are 
essentially fixed capacitors, an additional parallel 
capacitor system must supplement Cg in order that an initial 
balance may be obtained for any setting. This parallel 
supplement consists of four fixed capacitors inserted by 
push button control and small trimmer. Similarly the 
conductance measuring capacitor, must be parallelled 
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with a coarse and fine trimmer capacitor in order that 
Cq. may be set at zero initially for any measurement. 

From equation 57 it can be seen that the conductance 
range increases with the square of the frequency; this 
would yield a very undesirable 3600:1 ratio of conductance 
ranges over the frequency range 0,5 to 30 megacycles. If, 
while switching coils, C* and C” or O’” are switched 
simultaneously, any desired ratio may be obtained. This 
circuit has been designed to give a range of 0-100 mhos 
at 1 megacycle, 0-300 at 3 megacycles, 0-1000 at 10 mega¬ 
cycles and 0-3000 at 30 megacycles. 

It is vital at these high frequencies to reduce to a 
minimum the inductance of the wiring. It is especially 
necessary that the capacitors C^, C” and C'" and the 
resistor H be connected as closely as possible with as 
large a diameter connection as is feasible. Therefore, 
copper strap has been used and the lead lengths are all 
less than one inch. In addition the junction points "b” 
and ”d” must be located as close to the capacitor plates 
of Cg and Cq as possible. This will minimize the series 
inductances in the measuring circuits. 

The most critical element in the circuit is Cg which 
is a 100-1100y£y<.f capacitor utilizing double end-feed of the 
rotor stack through 48 current entry points and double feed 
to the stator stack. A further gain in reduction of in¬ 
fluential residuals has been realized by making the capaci¬ 
tor a 3-terminal network. This is natural since there must 
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be one stator lead to the ungrounded HNKNOvVN terminal and 
one stator lead to the junction point ”b” in addition to 
the ground lead. An equivalent circuit of this construction 
is shown in figure 48. 

The effedt of L' is to insert a positive reactance in 
series with the unlcnown. The effective admittance, 
measured at b’ is then 


Vy - -t- J Bx = 




-*• J 


(59) 


,y T-J.^x (,_coiJ8xf ' l-toL'6x 

which will differ from the true value (Y^ = G-^ -h jB^.) in 
either direction depending upon the sense of the unknown 
susceptance. 

The effect of the common inductance is again that 
of increasing the effective capacitance over the static 
value in accordance with 


Z’ _ Cjb 

This effective increase in capacitance makes the measured 
value of susceptance as read from the dial less than the 
true value as shown in equation 60. 


6 


/ 

y 


^" ^Bez ) - 


io(S-Q » 


(60) 


Here again the error encountered is proportional to the 
sum of the errors at the initial and final settings of Cg, 
The 3-terminal construction makes both and L* about one- 
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half of the inductance that would be measured in a 
2-terminal capacitor. This twofold reduction therefore 
decreases the errors of equation 60. 

Since the susceptance from point b’ is the same for 
both initial and final settings, the inductance L” has no 
effect on the susceptance measurement. However, since the 
circuit actually measures conductance from point b” to 
ground, L” will affect the conductance measurement. It can 



___ 


( 61 ) 


be seen that L" always makes the conductance measured too 
high v/hile L’ will either make it too high or too low, 
depending upon the sense of 

To be complete the equivalent circuit (48) must in¬ 
clude the ohmic losses of the inductances and the shunt 
conductance of the capacitor. R' and R” are so small that 
they have negligible effect on the accuracy of measurement. 
The conductance is independent of rotor setting and is 
therefore constant for initial and final settings. But the 
common resistance R(j introduces a conductance term, 
(RQto^CggB)^ which is dependent upon the square of the rotor 
setting and which will be a source of error in the con¬ 
ductance measurement. This error will be 


A(q = 

Thus, when measuring an unknown capacitance, this error 
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will tend to make the measured conductance yalue too small. 
These residual parameters which are associated with 
the capacitor Cg are the limiting factors determining the 
upper frequency limit at which accurate measurements may 
he made. Experimental results yield the following average 
values; 

L* = 6,8 X 10”® henries 

L” - 3.15 X 10”® henries 
Lq = 6,1 X 10“9 henries 
Rc = 0,026 ohms. 
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CHAPTER VIII 


coNcnrsiONs 

It is felt, with no further explanation necessary, that 
the series and parallel resonant substitution methods and 
the resistance-variation and conductance-variation methods 
(excluding the variable diode conductance measuring circuit) 
should be eliminated from the consideration of circuits to 
be used for highly accurate, high frequency measurement 
of capacitors, i’urther, it seems logical to assume that 
the remaining methods will, with due regard for their 
frequency limitations, yield results of consistent 
accuracy. By taking all the necessary precations indi¬ 
cated, these methods should yield results accurate to 
within 2 percent in the frequency range from 30 to 140 
megacycles. 

Obviously the null methods offer the easiest means of 
measurement. However, they also pose a more difficult 
problem in the control of residuals. There is little that 
can be done to alter the commercial bridge equipments. The 
lower capacitance limit of the 916-A at 50 megacycles is 
approximately 35while that of the 1601 is about 8 
at 100 megacycles, that of the 821-A Twin-T is zero at 30 
megacycles. The resistance dials of the 916-A and the 1601 
and the conductance dial of the 8E1-A v;ould be of little 
use in measuring very low loss capacitors. 

On the other hand, the two remaining resonance methods 
will yield very good results even for low loss capacitors. 
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Inherently they are slower, more,tedious methods because of 
the necessary plotting but the control that may be exercised 
over the residual parameters is much greater. The reactance- 
variation circuit lends itself to the measurement of low 
series resistance components and the susceptance-variation 
to the measurement of low parallel conductance components. 

The variable diode conductance measuring circuit, if 
further study reveals that it can be made to operate at 
100 megacycles, will probably surpass these more convention¬ 
al methods for ease and accuracy of measurement. 
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APPENDIX I 

RESIDUALS, REACTANCE YARIATION METHOD 

The follovdng laborious derivation is typical of much 
of the work in the field of residuals as encountered in 
high frequency measuring circuits. See figure 53• 
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Rationalizing the denominators, 
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At resonance 
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At 100 megacycles 
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Similarly 
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APPENDIX II 


EXPANSION OF THE DIODE CIRCUIT CALIBRATION 


Xe - 'Gi, fefisi.n.5— 

OoSo^ 
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As Rj^ approaches infinity, 


5^ 

Ru 


—=► Q,S 


(2) 


In the calibration process the ratio R^/Rt is obtained 
directly from the universal diode curve. The range of values 
for this ratio is very limited, extending to 0.5S when 

5 

Rj^= 10 ohms and V^. i‘®'t 


R,p is a fictitious resistance representing the difference 
between the equivalent diode circuit resistance and R|^/2, 
the limiting value of R^ as R^^ approaches infinity. By 
plotting Ry against R^^ and rearranging the equation 3, 

P - Pl . TP = -L ^ 

Ke - ^ ^ ^-r - 

Thus from equation 4, the diode circuit conductance can be 
computed. It is made up of two parts, (1) Rj^/2 computed 
from the measured value of the load resistance and (2) R^, 
which is read from a highly expanded curve. (See figure 51). 
Figure 52 is a specimen exploded conductance curve. 
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